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Abstract: Enhanced Depth Imaging (EDI) optical coherence tomography 
(OCT) provides high-definition cross-sectional images of the choroid in 
vivo, and hence is used in many clinical studies. However, the quantification 
of the choroid depends on the manual labelings of two boundaries, Bruch's 
membrane and the choroidal- scleral interface. This labeling process is 
tedious and subjective of inter-observer differences, hence, automatic 
segmentation of the choroid layer is highly desirable. In this paper, we 
present a fast and accurate algorithm that could segment the choroid 
automatically. Bruch's membrane is detected by searching the pixel with the 
biggest gradient value above the retinal pigment epithelium (RPE) and the 
choroidal- scleral interface is delineated by finding the shortest path of the 
graph formed by valley pixels using Dijkstra's algorithm. The experiments 
comparing automatic segmentation results with the manual labelings are 
conducted on 45 EDI-OCT images and the average of Dice's Coefficient 
is 90.5%, which shows good consistency of the algorithm with the manual 
labelings. The processing time for each image is about 1.25 seconds. 
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1. Introduction 

The choroid (lying between the retina and the sclera as shown in Fig. 1), also known as 
choroidea and or choroid coat, is the vascular layer of the eye. It provides the metabolic support 
to the retinal pigment epithelium (RPE), supplies blood to the optic nerve and absorbs the ex- 
cess light penetrating the retina [1]. The quantitative and qualitative evaluation of the choroid is 
important in order to reveal its relationship with the retinal diseases and glaucoma. Quigley et. 
al proposed that a mere 50 micrometer choroid expansion in angle closure glaucoma patients 
can increase the intraocular pressure to harmful levels [2] . There has also been an increasing in- 
terest in investigating its correlation with the age, gender, axial length and intra-ocular pressure 
in healthy human eyes [3-5]. 

Therefore, the research on measuring the choroidal thickness in vivo has attracted the at- 
tention of many clinicians and scientists. Traditionally, histological evaluation is used but the 
measurement is not accurate as the structures of the choroid are destroyed when taking the tissue 
samples. High frequency ultrasonography has also been used to measure the choroidal thick- 
ness in the eyes of chicken but the high energy dispersion makes it unsuitable for imaging the 
human eyes [6]. Optical coherence tomography (OCT), an emerging non-contact, non-invasive 
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™ Image From National Eye Institute 

Fig. 1. Anatomy of the human eye: the choroid is the vascular layer between the sclera and 
the retina. Image courtesy of the National Eye Institute, National Institute of Health. 

and high resolution imaging modality, could provide the in vivo cross-sectional image of the 
human retina [7]. However, the absorption by the RPE and the scattering by dense vascular 
structure limit the ability of the conventional OCT to image the choroid clearly [8]. In 2008, 
Spaide et al. proposed the Enhanced Depth Imaging OCT (EDI-OCT) system, to improve the 
visualization of the choroid [9] and hence the choroidal thickness can be measured [1]. Essen- 
tially, EDI-OCT system places the objective lens of the Spectral-Domain OCT closer to the eye, 
so the light backscattered from the choroid is closer to the zero delay line and the sensitivity is 
enhanced. 

In several recent studies, EDI-OCT is used to study the relationship of the choroidal thickness 
and the retinal diseases [10-13], as well as, to monitor patients after treatment [14, 15]. Experi- 
ments have been also conducted in healthy eyes of Japanese and Chinese population [3,4]. How- 
ever, the choroidal thickness measurements are based on the manual labelings of the boundaries 
which is tedious and time-consuming, especially when the population of study is large. Fur- 
thermore, the measurements lack objectivity and are prone to inter-observer errors. In order for 
EDI-OCT to become a clinically practical tool for determining choroidal thickness, an auto- 
matic and accurate segmentation algorithm must be developed. 

Although there has been extensive research in segmenting the retinal layer in OCT images, 
these methods have shown to have certain limitations when applying them to the choroid seg- 
mentation task. For instance, a semi-automatic algorithm based on the active contour to segment 
of retinal layer in OCT images is presented in [16]. However, the algorithm is based on the as- 
sumption of uniform layer brightness, which is not true in the case of the choroid layer in OCT 
images. Graph cuts method, which constructs a 3-D graph with the weights representing both 
edge and regional information, has also been applied to the segmentation of retinal layer in [17]. 
But its potential in choroid segmentation problem is limited as the separation between the ad- 
jacent B-scans is large. Markov boundary model and dynamic programming have been used to 
track the columnwise edge points in [18-20], however, the interface between the choroid and 
sclera is very weak and even invisible in some locations and hence the delineated boundary can 
easily drift off from the real one. 

In order to robustly segment the choroid layer in EDI-OCT images, the algorithm has to 
overcome the following difficulties: 

1. The contrast between the choroid and sclera in OCT images is low, i.e. the histograms of 
the choroid and sclera region are not separable, which makes the intensity based thresh- 
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olding and classification useless; 

2. Due to the presence of the vascular structure, the intensity of the choroid is inhomoge- 
neous and the texture of the choroid is inconsistent; 

3. The interface between the sclera and choroid is often very weak as compared to retinal 
layers and even invisible in some locations. 

There are several recent studies on automatic choroid segmentation in OCT images. Zhang et 
al. proposed an automatic segmentation algorithm for the choroid vessels on clinical SD-OCT, 
but the objective of their work is to quantify the vasculature thickness rather than the choroidal 
thickness [21]. Kajic et al. [22] devised a two stage statistical model to automatically detect 
the choroid boundaries in the 1060-nm OCT images of both healthy and pathological eyes. 
However, the model requires extensive training, and it takes about 30 seconds to process each 
image and has a mean error of 13%. Torzicky et al. [23] and Duan et. al [24] developed the 
automatic algorithms to detect the boundary between the choroid and sclera based on the phase 
information from polarization sensitive optical coherence tomography (PS-OCT). However, the 
imaging modalities used are not commercially available to the clinicians. 

In this paper, we present an automatic algorithm that could segment the choroid accurately 
in EDI-OCT images from the commercially available modality SPECTRALIS® (Heidelberg 
Engineering, Heidelberg, Germany) and significantly reduce the processing time without prior 
training. The rest of the paper is organized as follows: Details of the algorithm are described 
in Section 2 and experiments and results are presented in Section 3. The conclusion and future 
work are discussed in Section 4. 

2. Method 

The high-contrast cross-sectional image of the choroid in vivo provided by SPECTRALIS® 
is shown in Fig. 2 (a). There are two ways to acquire the EDI-OCT using SPECTRALIS ®: 
One way is manually pushing the focal plane closer to the choroid and the inverted image of 
choroid and retina is captured; the other way is capturing the image using the built-in algorithm 




(b) 



Fig. 2. (a) EDI-OCT image in the macular region of the human eye. (b) The Bruch's Mem- 
brane and the choroidal- scleral interface are manually labeled by the ophthalmologists. 
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and the image is non-inverted. The latter type of EDI-OCT is flipped upside down as shown in 
Fig. 2 for the consistency in our analysis. As shown in Fig. 2 (b), the choroid is bounded by two 
structural interfaces, the choroidal- scleral interface (denoted as Ccsi) an d Bruch's Membrane 
(denoted as Cbm), which are manually labeled and the region in between is the choroid. 

An automatic algorithm that could detect the Ccsr an d Cbm from EDI-OCT images is de- 
scribed in Section 2.1 to Section 2.3 and its schematic overview is shown in Fig. 3. 



CSI detection 











^ 


Valley pixels 
detection 


C CSI 

^ 


I > 


Preprocessing 


-U 


BM detection and 
straightening 










Graph construction 


















1 > 



CHT 



Fig. 3. The overview of the automatic segmentation of the choroid in EDI-OCT images. 

2.1. Preprocessing 

To suppress additive thermal noise and electronic noise, the original EDI-OCT image denoted 
as I(x,y) for (jt,y) G [l,N c ] x [l,N r ] is first convolved with a 5 x 5 Wiener filter, which is 
adaptive to the estimated noise level. Then each point in the A- scan is replaced by an Af-point 
moving average to reduce the spurious peaks caused by the speckle noise. The larger value of N 
will reduce the number of spurious peaks with the risk of wrong delineation of CSI. The image 
after denoising is denoted as I(x,y). 

2.2. BM detection and straightening 

It is observed that the RPE is the brightest layer within the EDI-OCT image, so the pixels with 
the highest intensities in the A-scans is assigned as the ridge of RPE, which is denoted by Crpe 
and defined by 

Crpe = {(x,y R p E )\x G [l,N c ],yRPE = argmax/ x (w)}, (1) 

ue[l,N r ] 

where f x (u) = I(x, u) and it corresponds to the intensities of the denoised image I 'm the column 
x. Bruch's membrane, BM, defined by Eq. (2), is the upper boundary of the RPE and can be 
located by searching for the pixels with the largest gradient value above the Crpe 

BM={(x,y B M)\xe[l,N c ],y B M= argmax g*/ x (w)}, (2) 

ue[y R p E -AjRPE] 

where ^=[1110—1 — 1 — 1] is the gradient operator and A is the search range. Basically, the 
gradient operator g computes the difference between the sum of the neighboring pixels below 
and above the pixel (x,u) and the value is maximized at Bruch's membrane location if we 
assume the intensities of pixels in the RPE layer is greater than the ones in the choroid. In order 
to form the smooth boundary, a 4th order polynomial /bm(x) = P4X 4 + p^x 3 + p^x 1 -\-p\x + po 
is used to fit the points in BM and the smoothed Bruch's membrane is denoted as Cbm = 
{(■Xj/flAf (*))}, where the coefficients are given by 

N c 

(P4,P3,P2,PuPo)= arg min £ (y BM ~ P4X 4 - P3X 3 - pix 1 -pix-p 0 ) 2 . 

(P4,P3,P2,Pl,P0)x=l 



#178359 - $15.00 USD Received 19 Oct 2012; revised 6 Jan 2013; accepted 14 Jan 2013; published 1 1 Feb 2013 
(C) 2013 OSA 1 March 2013 / Vol. 4, No. 3 / BIOMEDICAL OPTICS EXPRESS 401 













(b) 







(c) 



Fig. 4. BM detection algorithm, (a) Part of the EDI-OCT image, (b) The detected RPE 
(Crpe i n re d dotted line) and Bruch's membrane (Cbm in blue solid line), (c) The new 
image I s has the flat Bruch's membrane. 

The result of the Bruch's membrane detection is illustrated in Fig. 4 (b). 

Each A-scan of the OCT image is shifted up or down so that the Bruch's membrane is straight 
in the new image I s (x,y). The purpose of straightening step is to avoid inaccurate shortcuts 
across the choroid due to the natural retinal curvature in the EDI-OCT image when detecting the 
choroidal- scleral interface using graph search. The results of the straightened image is shown 
in Fig. 4 (c). 

2.3. C SI detection 

Choroidal- scleral interface (Ccsi) is me boundary between the choroid and the sclera, which 
are two tissues with the different structures. The sclera contains collagen and elastic fibers and 
has rather uniform structure in the OCT images, while the choroid consists of collagen fibers, 
bibroblasts, melanocytes and other vasculatures and does not have homogeneous textures [25]. 
The changes between tissue structures create distinct valleys in the OCT A-scans and hence we 
can delineate Ccsi as the smooth curve formed by "valley pixels". In this paper, valley pixels 
are defined as the local minima of A-scans and are used as the feature to detect the choroidal- 
scleral interface. However, the valley pixels are also caused by the speckle noise and the blood 
vessels in the choroid as shown in Fig. 5. So how can we distinguish the valley pixels caused 
by Ccsi from the ones caused by speckle noise and blood vessels? 

If we assume that the choroidal-scleral interface is a continuous and smooth curve, the valley 
pixels caused by it are close to one another and can be connected to form a smooth path between 
valley pixels on both ends of the image. On the other hand, the valley pixels caused by the 
speckle noise appears randomly located and the ones caused by blood vessels in the choroid 
region form short layer segments, which means that the smooth path can not be formed by these 
valley pixels as illustrated in Fig. 5. 

Therefore, we devise a shortest path search to delineate the Ccsi- First, valley pixels are 
detected as described in Section 2.3.1. Then every valley pixel is represented as a vertex of 
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Fig. 5. The valleys (local minimums) of the A- scans are used as the feature to detect the 
choroidal- scleral interface. However, there are also valleys caused by the speckle noise and 
the blood vessels in the choroid region. 



a directed graph G and each vertex is connected to the vertices in the next N n h columns. The 
Ccsi corresponds to the shortest path between the vertices on both ends. The construction of 
the graph and the end point initialization are presented in Section 2.3.2. Lastly, the proposed 
algorithm is compared with the generalized layer segmentation algorithm using graph search 
in [18] in Section 2.3.3 to highlight its advantage in the choroid segmentation. 

2.3.1. Valley Pixels Detection 

In this algorithm, the valley pixels of every 3 A-scans are detected as defined in Eq. (3) 

V I = V l UV 4 UV 7 ...UV Nc , (3) 

where 

V x = {(x,y)\yeValleyDet(j?,8)}. 

The algorithm ValleyDet is to detect local minimums in 1-D as defined in Algorithm 1, 
fs(y) = l(I s (x— l,y) -\-I s {x,y) -\-I s (x+ l,y)) is the average intensities of the pixels in column 
x — 1, x and x+1 of I s , and 8 is the variation threshold (the variations less than 8 is ignored). 
The algorithm ValleyDet searches for the alternating valleys and peaks and is briefly explained 
as follows: The value of L max is either 1 or 0, which indicates whether to search for local 
maxima or minima in the current location u. We initialized the algorithm by setting L max = 0, 
Umax = 1 and u m i n = 1, where u max denotes the location of previous peak and u m [ n denotes 
the local minima in [u max ,u]. If the current location u is 8 pixel higher than u m i n , the curve is 
increasing from a valley to a peak and hence, the current u m i n is included as a local valley pixel 
and then the local maxima is searched in the next step. The same process is repeated until all 
the valley pixels are found. Taking the average of three adjacent A-scans could reduce the noise 
effectively without much loss of information because the adjacent columns are very similar. By 
doing so, the number of vertices in the graph is greatly reduced and the processing speed is 
improved. 

The detected valley pixels below the Bruch's membrane are discarded and the results are 
illustrated in Fig. 5. 

2.3.2. Graph construction 

To construct a graph G= (V,E), each valley pixel is assigned as a vertex of G, V/ C V. Every 
vertex is connected to the vertices in the next N n h columns within the vertical range [— 7J,, 7J,] 
as illustrated in Fig. 6. 
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Algorithm 1 V = ValleyDet(g, 8) 



V = ® 

Lmax Uffiax — lj %('n 1 

for w = 2 : Af r 

if > g{u max ), then w majc w end 
if #0) < g{u min ), then w m ;„ zi end 
if L max 

if < rf%fli) - S, then w, L max = 0 end 

else 

if g(u) > g(u min ) + 8, V <- u min U V, u m ax = u, L max = 1 end 
end 

end 




Fig. 6. Construction of graph G, each valley pixel is a vertex of the graph and is connected 
to the vertices in the next N n h columns. 



The threshold 7J, is used to eliminate the abrupt transitions of the delineated boundary. The 
reason for connecting the vertex to the valley pixels in N n h columns is to overcome the missing 
boundary problem as illustrated in Fig. 7. The choroidal- scleral interface is invisible in some 
locations (referred as gaps) as indicated in Fig. 7 (b). By letting the value of 3N n h be greater 
than the largest horizontal size of the gaps, the valley pixels on both ends (v,s and v e ) can be 
directly connected and the graph search algorithm could find the correct boundary as shown in 
Fig. 7 (c). However, the algorithm would fail to delineate the right boundary if 3N n h is less than 
the horizontal size of the gaps. The greater value of N n h would improve the robustness of the 
algorithm but the processing time is also increased. 

Assigning the weight of each edge is a crucial component in the graph construction. In this 
algorithm, the weight of the edge between vertices a and b is assigned according to Eq. (4) 

W (a, b) = w(Ax, Ay,w M ,T p ,a) = (Ax 2 + Ay 2 ) + ^(Ay - T )|Ay - r | 

W c V v / 

W p 

where Ax and Ay are the horizontal and vertical distance between a and b, respectively; H(-) is 
the heaviside function; the penalizing factor wm is a large constant; the value T p is the threshold 
to define the closeness of the two vertices and edges having Ay > T p will be assigned additional 
large penalty weights; the value a controls the increase rate of penalty weight w p . The rational 
of the proposed weight assignment is illustrated in Fig. 8 and discussed as follows: 

• Figure 8 (a) gives an example illustrating the behavior of the shortest path search when 
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(c) 



Fig. 7. (a) A straighted EDI-OCT image, (b) The choroidal- scleral interface is sometimes 
invisible and the missing boundary is refereed as gaps (circles), where the valley pixels 
(cross) do not appear near the manual labeled choroidal- scleral interface (dashed lines), 
(c) The delineation result of the proposed algorithm by setting N nn = 10 and N nn = 20. 
When N nn = 20, the value 3N nn (60 pixels) is greater than the horizontal distance of the 
largest gap (57 pixels). Therefore, v s and v e is connected and the result agrees well with 
the manual labeling in (b); 

the vertical distance between any two vertices are all less than T p for the vertices 
{vi,V2,V3,V4,V5,v 6 }. According to Eq. (4), w{v u Vj) = ||v/-v 7 -|| 2 for any ij e [1,6]. 
As the angle between (v2 — vi) and (V3 — V2) is less than 90 degrees, 

(v 2 -vi)«(v 3 -v 2 ) >0. 

Therefore, 

w(vi,V 2 ,V 3 ) =W(V1,V2)+W(V2,V3) = 1 1 V 2 - Vi 1 1 2 + 1 1 V3 - V 2 1 1 2 < ||vi - V3 1 1 2 = w(v\ , V3) . 

The shortest path of the graph should pass the intermediate vertex v 2 if it is located within 
the circle that has v\ and V3 as the diameters. 

On the other hand, the shortest path of the graph prefer the direct path and ignore the 
intermediate vertex V5 as it is located outside the circle that has V4 and v§ as the diameters. 
These behaviors enable the shortest path search algorithm to include as many closely 
located vertices as possible and ignore the outliers. 

• The weight w p , which is a large penalization term when Ay > T p to ensure the smoothness 
of the delineated boundary, is plotted in Fig. 8 (b). The simplest way of designing w p is 
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Fig. 8. (a) Construction of graph G, each valley pixel is a vertex of the graph and is con- 
nected to the vertex in the next N n h columns; (b) Hard and soft thresholding methods for 
assigning penalty weights. 



hard thresholding method as defined in Eq. (5), 

w p = w M H(Ay-T p ). (5) 

However, the delineated results are sensitive to the value T p and such weight assign- 
ment scheme depends on the proper selection of the threshold. To overcome this, a soft 
thresholding method as defined in Eq. (4) is proposed, where the a sigmoid function 
( i+ eX p(-a(Ay-r )) ) * s usec * t0 smoom m e transition near the boundary of T p and the pa- 
rameter a controls the smoothness of the transition. The value of the threshold T p is less 
important and can be set to a fixed value without the need of adjustment. 

After the construction of graph G, the choroidal-scleral interface in the straightened image 
can be found by searching for the shortest path of G between the vertices on both ends using 
Dijkstra's algorithm [26]. However, when there are more than one vertices in the first and last 
columns, finding the shortest path requires the selection of starting and ending points. Here we 
propose an automatic end point initialization method to avoid the manual selection process. 

Two virtual vertices are added to the graph and assigned as the first and last nodes. The first 
node is connected to the vertices in the first N n h columns with the minimum edge weight of 1 . 
Similarly, the last node is connected with the vertices in the last N n h with the minimum edge 
weight of 1 . 

The vertices on the shortest path between the first and last nodes are transformed from the 
straightened image to the original image and then used as the key points to generate the final 
boundary Ccsi using linear interpolation. The segmented choroid is the area between Cbm and 
Ccsi as defined in Eq. (6) 

CHT = {(x,y)\xe[l,N c ],ye\ycsi,yBM\h ( 6 ) 

where (x,ycsi) £ Ccsu (x^bm) £ Cbm- The thickness of the choroid can be calculated as given 
in Eq. (7) 

fc HT (x) = o a x \{y\(x,y) £ CHT}\, (7) 
where a a is the axial resolution and | • | denotes the cardinality of a set. 

2.3.3. Comparison with the generalized layer segmentation algorithm using dynamic programming 

The CSI detection algorithm presented in Section. 2.3.2 has some similarities with the gener- 
alized layer segmentation algorithm using dynamic programming proposed in [18], i.e. graph 
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search is used to track the layer boundaries and the same end point initialization method. The 
fundamental differences are highlighted next to explain the reason why our algorithm is more 
suitable for the choroidal- scleral interface delineation task: 

• Vertex assignment: We consider the valley pixels in every three A-scans as the vertices of 
the graph while in [18], every pixels in the image is considered. Our vertex assignment 
method reduces the number of vertices greatly based on the assumption that the layer 
boundaries is a smoothed curve formed by valley pixels, which is supported by OCT 
fundamental principles. 

• Graph connectivity: In our proposed algorithm, every vertex is connected to the vertices 
in the next N n h columns to overcome the problem of invisible boundary (gaps). However, 
in [18], every vertex is only connected with its direct neighbor (4-neighborhood or 8- 
neighborhood). 

• Weight assignment: The weight of each edge is related to the spatial locations of the 
vertices as shown in Eq. (4). The edges with closely related vertices are assigned with 
small weights and the edges connecting vertices far apart are assigned large weights. On 
the other hand, the weight assignment in [18] mainly considered the gradients values, 
which is not suitable in the Ccsi delineation, because the gradient of the choroidal- scleral 
interface is sometimes weaker than the valley pixels caused by blood vessels. 



3. Experiments and results 

To evaluate the performance of the proposed segmentation algorithm, experiments are con- 
ducted on 45 EDI-OCT images from 45 subjects captured by SPECTRALIS® system with 
software version 5.3 at the Singapore Eye Research Institute. To simplify the process of manual 
labelings, only one image that passes through the center of the fovea is selected to conduct 
the experiments. Twenty-five of these images are acquired by manual pushing and the other 20 
images are from the built-in software with EDI-OCT function. 

The images are labeled as I m n = 1,2... 45 and the pixel resolutions are 3 .9 \lm / pixel in 
axial direction and 14 jim/ pixel in transversal direction. The scan depth and field of view are 
1.9 mm and 30°, respectively. In order to reduce the speckle noise and have better contrast, all 
the images are captured with Automatic Real Time (ART) Mean mode, which generates each 
B-scan from the time averaged Nart frames at the specific scan position. 

The algorithm is implemented in Matlab R2011a using an Intel® Core™ i5-2400 @3AGHz 
and 3.1GHz 64 bits computer and the parameter settings are summarized in Table 1. A Matlab 
graphic user interface is designed to assist the experiments of manual labelings, which were 
used as the ground truth to evaluate the accuracy of the proposed algorithm. In the manual 
labeling experiments, the positions of the Bruch's membrane at discrete locations (5 to 10 loca- 
tions) are indicated by the ophthalmologist and the labeled points are interpolated using cubic 
spline to approximate the layer corresponding to the Bruch's membrane C# M . Our manual la- 
beling experiments are similar to the labeling process in the built-in software of SPECTRALIS 
®. The same process is repeated to get C^ SI . The manual labeled choroid region CHT° is the 
area between C^ M and C® SI and the ground truth of choroidal thickness is denoted as f CHT o (x). 

Two performance metrics are defined to measure the accuracy of the proposed choroid seg- 
mentation algorithm: 

• Dice's coefficient is used to evaluate the similarity between segmentation results of the 
algorithm and the ground truth and it as defined in 

2\CHTnCHT°\ 
Dlcec//r ~ \CHT\ + \CHT<>\' 
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Table 1 . The parameter settings in the experiments 



Parameters Value 


Brief Description of the Parameters 


AT C 


The number of points used to smooth each A- scan 


AT 1 O/C 

N c =ij3o 


Ine number oi columns m bDl-UCl images 


l\ r — ^fo / 


ine numoer oi rows m n,ui-Kj\^ i images 


A=20 


The search range in Bruch's membrane detection 


8=3 


The variation threshold in the valley pixel detection 


T b =30 


The vertical range of vertex connectivity 


N nh =25 


The number of columns a vertex would connect to 


T p =5 


The threshold of closeness 


a=2 


The constant controlling the increase rate of w p 


w M =20,000 


The constant used to penalize large vertical displacement 


N ART =25 


The number of frames used in ART 



The values of Dice's coefficient in 45 images are plotted in Fig. 9. 

• The ratio r is defined to quantify the accuracy of the algorithm in measuring the choroidal 
thickness and it is given as follows 

iXUfcHT{x)-f CHT ,{ X ) 

f = — . 

J^l^xLlfcHT 0 M 

The ratio r versus the average choroidal thickness jl(CHT°) = ^~l^=ifcHT 0 ( x ) m 45 
images are plotted in Fig. 10. 

It is found that the average of the Dice's coefficients over 45 tested images is 90.5% with the 
standard deviation of 3%, which shows the good consistency between the manual labelings and 
our algorithm. The delineation results in the non-inverted image I43 and inverted image 4 are 
shown in Fig. 11 and Fig. 12, respectively. 

It can be observed that the delineation results are generally consistent with the manual la- 
bellings. The discrepancy is because the algorithm follows the valley pixels more closely while 
the manual labelings are smoother due to the limited number of input data points. The larger 
errors in the outliers, I43 and 1^6, are due to the thinner CHT regions, i.e. the mean choroidal 
thickness of image I43 and 1^ are 29 and 31 pixels, respectively, while the mean choroidal 
thickness is 70 pixels in image I§. Because when the choroid is thinner, the ratio between the 
error and CHT 0 is larger for the same amount of discrepancy. For instance, an image with 
the CHT errors of 5 pixels and average choroidal thickness of 100 pixels has Dice's coeffi- 
cient of 95%. However, the Dice's coefficient will drop to 88% for the same amount of error 
(5 pixels) when the average choroidal thickness is 60 pixels. Hence, the Dice's coefficient is 
smaller for the thinner choroid. It is noteworthy that the manually marked choroidal- scleral in- 
terface is smoother as compared to automated solution. Because the small curvature changes 
on the choroidal- scleral interface requires the ophthalmologists to mark additional points and 
it is often not visible unless every part of the image is zoomed into a large window during the 
labeling process. Automated segmentation takes into account small bumps and crevices in the 
interface and smoothening of the interface line is done in a more controlled manner. The differ- 
ences between manual and an automatic solution is in a few pixels and generally they correlate 
well. 
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Dice coefficient of 45 images 




Fig. 9. The Dice's coefficient of the choroid segmentation between the output of the pro- 
posed algorithm and the manual labelings. 



The ratio between the error and the manual labelings in 45 images 



0.126_ 

r 0 - 
-0.130. 



'50Hm 100^m 150|^n 200^ m 250M™ 300M™ 350Hm 

Fig. 10. The ratio between the error and the manual labelings in estimating the choroidal 
thickness of 45 EDI-OCT images. 



The average and standard deviation of r for 45 images are —0.2% and 6.5%, respectively. If 
we assume r having a Gaussian distribution, 95% confidence interval is [—0.13,0.126]. 

The processing speed of the proposed algorithm is very fast and real time segmentation is 
possible. The average processing time is 1.25 seconds/image. 

4. Conclusion and Future Work 

In this paper, a fast and accurate algorithm that could segment the choroid in EDI-OCT images 
is presented. The comparative studies between output of the proposed algorithm and the man- 
ual labelings are conducted on 45 images and a good consistency of 90.5% is observed. The 
processing time is about 1 second, which is suitable for conducting the clinical studies. 

The choroidal-scleral interface is delineated by finding the shortest path of the graph con- 
structed from valley pixels based on the assumption that the choroidal- scleral interface is a 
smooth curve formed by valley pixels, which is supported by the OCT principles. Hence, the 
proposed algorithm should be robust in segmentation of the choroid regardless the imaging 
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(c) 



Fig. 11. (a) A part of non-inverted image (b) The comparison between the results of 
the proposed algorithm(indicated by the dash lines) and the ground truth labeled by the 
ophthalmologists (drawn in solid lines), (c) The enlarged major discrepancy region. 

modality, i.e. the polarization sensitive optical coherence tomography (PS-OCT) and high pen- 
etration optical coherence tomography (HP-OCT). As a future work, more experiments need to 
be conducted to prove the robustness of the algorithm on OCT images from different imaging 
modalities. Furthermore, 3D choroidal thickness map could also be studied with the use of the 
proposed algorithm. The ultimate goal is developing a standalone software for measuring the 
choroid thickness so as to assist the clinicians in conducting research and make diagnosis. In 
addition, a more generalized layer detection algorithm could be developed to target other OCT 
image segmentation problems, i.e. anterior segment OCT [27]. 
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(c) 



Fig. 12. (a) A part of the inverted image 1$. (b) The comparison between the results of 
the proposed algorithm(indicated by the dash lines) and the ground truth labeled by the 
ophthalmologists (drawn in solid lines). (c)The enlarged major discrepancy region. 
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